Improving performance of motorized slides for micromanipulation.
Motorized linear slides used as micromanipulators for biological use suffer from 3 problems: vibration at low speed, poor ergonomic design of the controller and slow coarse positioning. These problems are not hard to solve by minor modifications to the controller and the slides.